
0.40 Simulator solution 
Lot #: 05-01-400 
Made on: 7/13/04 
Expires: 7/13/05 
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Mean 0.38602 
Std Dev 0.00252 
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Today's Time = 6:19:15 PM 

VDH Headspace Alcohol 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount Headspace 
% WTA/OL Conversion 

1 1.81 Ethanol 2464151 
2 2.65 t-Butanol 1911320 
3 3.41 n-Propanol 2201760 

0.4712 0.3846 
1.0018 0.8177 
1.0000 0.8162 

Printed on 7/13/04 6:19:16 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1200 

1000 

800 

600 

400 

200 H 

1.0 1.6 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 7/13/04 
Bound File Name = Alc0713.0015.RAW 
Sample Name = 0.40 Sim 
Date Taken = 7/13/04 6:34:11 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

Today's Time = 6:34:14 PM 

VDH Headspace Alcohol 

Peak 
Number 

1 
2 
3 

Ret Time 
(min) 

Peak 
Name 

1.81 
2.65 
3.41 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

Ethanol 
t-Butanol 
n-Propanol 

2457652 
1913581 
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0.3824 
0.8160 
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Number 

Ret Time 
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% WTA/OL 

Headspace 
Conversion 

1 
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1.81 
2.65 
3.41 

Ethanol 
t-Butanol 
n-Propanol 

2446666 
1895082 
2174879 

0.4737 
1.0056 
1.0000 
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Printed on 7/13/04 6:49:17 PM Page 1 of 1 
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Today's Time = 7:04:19 PM 

VDH Headspace Alcohol 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount Headspace 
% WTA/OL Conversion 

1 1.81 Ethanol 2457330 
2 2.65 t-Butanol 1876161 
3 3.41 n-Propanol 2175414 

0.4756 0.3882 
0.9953 0.8124 
1.0000 0.8162 
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Today's Time = 8:40:27 AM 

VDH Headspace Alcohol 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount Headspace 
% WT/VOL Conversion 

1 1.81 Ethanol 2519596 
2 2.65 t-Butanol 1931647 
3 3.41 n-Propanol 2229891 

0.4758 0.3883 
0.9997 0.8160 
1.0000 0.8162 

Printed on 7/14/04 8:40:28 AM Parje 1 of 1 
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